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Introduction: 

Lifecom  Inc.  received  a  Phase  I  SBIR  Award  to  evaluate  the  engineering  feasibility  of  using  its  Adaptive 
Knowledge  Engine  (AKE©)  (a  novel,  patented,  general-purpose,  platform  agnostic,  and  nonlinear  decision 
engine),  clinical  data  ontology,  CDSS  platform,  applied  analytics,  and  content  development  processes  to 
provide  an  agile  platform  for  current  and  future  Department  of  Defense  (DoD)  requirements  for  integrated 
decision  support  across  the  full  range  of  potential  end  users  including  individual  soldiers.  While  the  initial 
use  case  targeted  decision  support  on  a  mobile,  cloud-based  architecture  to  aid  in  diagnosis,  provide 
decision  support  and  predictive  analytics,  and  improve  clinical  outcomes  for  veterans,  soldiers,  and  their 
families  with  traumatic  brain  injury  (TBI)  and  posttraumatic  stress  disorder  (PTSD),  the  goal  was  to  create 
a  general-purpose  platform.  Working  with  clinical  experts  in  TBI/PTSD  and  evaluating  relevant  technology 
and  existing  DoD  clinical  data  structures,  Lifecom  has  determined  that  a  robust  and  flexible  system  is 
feasible  using  our  technology.  A  basic  Web-based  demonstration  prototype  application  has  been  created 
along  with  an  engineering  plan  capable  of  providing  a  template  for  the  development  and  implementation 
of  a  range  of  future  expert  systems  with  semantic  search  capabilities  serving  any  commercial  or 
Department  of  Defense  requirements,  medical  or  otherwise.  Execution  of  the  engineering  plan  could 
provide  DoD  with  a  scalable  and  open  decision  support  architecture  that  enhances  patient  safety, 
introduce  greater  clinical  standardization,  promote  rapid  dissemination  of  best  practices  and  research, 
leverage  non-physicians  as  clinical  force  multipliers,  and  provide  standardized  clinical  records  data 
optimized  for  applied  analytics. 

1.  Results  of  Phase  I  Work: 

Lifecom  achieved  each  of  the  technical  milestones  identified  in  the  original  statement  of  work.  The 
following  are  summaries  of  Lifecom’s  Phase  I  Technical  Objectives  Findings: 

Objective  #1-Clinical  Decision  Support  Software  (CDSS)  infrastructure: 

Summary:  No  modifications  to  either  Lifecom’s  underlying  technology  or  data  dictionary  architecture  will 
be  required  to  accomplish  stated  DoD  goals  for  integrated  CDSS  beyond  the  system  interfaces  described 
below.  Data  types  unique  to  PTSD/TBI  and  associated  clinical  content  for  diagnosis,  triage,  stratification, 
and  management  of  these  conditions  fit  easily  into  the  existing  Lifecom  Lexicon  structure.  Enhancements 
to  existing  external  data  and  content  management  portals  will  allow  approved  DoD 
practitioners/researchers  the  ability  to  analyze  operational  data  from  the  CDSS  and  author  custom  DoD 
clinical  content. 


management,  etc. 


Figure  1 
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Objective  #2:  Voice  Recognition: 

Summary:  Major  revisions  to  our  original  approach  to  incorporation  of  voice  activation  into  the  CDSS 
workflow  resulted  from  detailed  evaluation  of  the  Nuance  System  Tool  Kit  (STKs).  Figure  2  summarizes 
the  pre-discovery  approach  Lifecom  had  proposed  to  address  the  goal  of  integrating  voice  recognition 
and  (Watson-like)  semantic  parsing  into  clinical  decision  support.  Readers  are  encouraged  to  review  the 
original  response  to  the  SBIR  proposal  if  they  have  questions. 


Figure  2 


Two  pathways  are  now  envisioned:  one  that  would  accommodate  limited  range  open-ended  text  requests 
in  a  manner  similar  to  our  original  concepts,  and  one  that  would  support  key  word  navigation  of  any  term 
within  the  existing  Lexicon.  Open-ended  text  requests  would  be  limited  to  History  of  Present  Illness  (HPI) 
and  Review  of  Systems  (ROS)  data  categories  to  minimize  technical  risk  and  expense  while  allowing 
patients  maximum  flexibility  in  response  to  clinical  interview  questions. 


Revised  Strategy:  The  underlying  Lifecom  technology  suite  and  associated  clinical  data  ontology 
(Lexicon)  lends  itself  to  integration  with  current  generation  voice  activation.  Fundamental  to  Lifecom’s 
approach  to  data  collection  and  decision  support  is  the  iterative  nature  in  which  our  technology  interacts 
with  the  user.  This  approach  is  designed  to  improve  the  quality,  precision,  and  completeness  of  clinical 
input  data  (enhanced  clinical  interview),  and  is  important  to  understand  in  designing  the  user  interface 
and  integrating  voice  recognition.  Figure  3  illustrates  the  Lifecom  approach  to  iterative  clinical 
assessment  designed  to  support  this  function. 
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Iterative  Clinical  Workflow  Using  AKE-based  Systems 


Q  Initial  data  input  \  ©  Assessment  /©  Differential  diagnosis 

(user  and/or  EHR)  /  Optimal  management  track 

'k  /  Triage 

\  /  Etc. 


AKE-generated  refinement 
questions 


Q  Optimize  clinical  intake 
Reduce  bias  errors 
Maximize  relevant  data  capture 
Pursue  all  relevant  paths 

Figure  3 

1 )  Clinical  interview  and  patient  history  data  is  gathered  and  sent  to  the  AKE  for  real-time  analysis. 

2)  The  AKE  assesses  the  data  and  returns  a  set  of  relevant  results  or  reports. 

3)  Context  specific  clinical  reports  are  generated.  Contexts  include  generation  of  a  relevant 
differential  diagnosis  for  an  acute  care  assessment,  selection  of  an  optimal  therapy  track  for  a 
given  patient,  triage  of  the  patient’s  recommended  level  of  service,  clinical  resource  management, 
disease  management,  etc. 

4)  Generated  result  reports  guide  the  AKE  in  the  selection  and  prioritization  of  dynamically 
generated  follow-on  questions  presented  to  the  user.  These  questions  mitigate  cognitive  biases, 
assist  in  the  collection  of  a  more  complete  data  set  on  the  clinical  encounter,  suggest  appropriate 
pathways  to  pursue  any  outlier  data  that  is  encountered,  and  assist  in  translating  patient 
responses  into  the  appropriate  and  most  precise  medical  terminology. 

The  AKE  takes  key  initial  observations,  analyses  the  data,  and  provides  the  best  set  of  next  questions  to 
ask  to  optimize  the  clinical  encounter.  A  few  open-ended  data  elements  are  used  to  establish  an 
optimized  strategy  to  compile  a  structured  set  of  data  elements  that  create  the  medical  record  of  the 
clinical  encounter. 

When  using  non-physicians  to  provide  care,  this  method  is  crucial.  Non-physician  users  enter  the  initial 
patient  responses  into  the  system.  The  system  dynamically  establishes  a  strategy  for  conducting  a 
complete  interview  on  the  patient.  The  non-physician  user  is  fed  an  appropriate  set  of  next  steps  to  take 
with  the  patient.  At  this  point  the  machine  supplied  refinement  questions  assume  a  more  active  role  in 
ensuring  the  completeness  and  relevance  of  the  clinical  interview  data  set.  This  role  shift  is  an  obvious 
break  point  for  voice  technology  as  described  by  the  revised  Figure  4  below.  The  same  strategy  also 
works  if  the  patient  is  using  the  system  for  self-care. 
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To  enhance  user  experience,  Lifecom  will  incorporate  voice  recognition  into  the  user  interface.  As  part  of 
this  Phase  I  engineering  design  assessment,  Lifecom  obtained  a  60-day  evaluation  license  for  the 
Nuance  voice  recognition  System  Tool  Kit.  Based  on  this  evaluation  the  following  architecture  is 
proposed.  The  pathway  used  depends  on  whether  the  user  is  employing  a  simplified  set  of  known 
commands/key  phrases  or  the  user  wants  to  input  free  text  by  voice. 


DHP  12-005:  Post-discovery  Approach  to  Voice  Recognition 


© 


Figure  4 


1.  To  input  free  text  by  voice,  the  user  selects  voice  activation  control  and  issues  voice 
commands  or  input  data,  which  is  converted  into  text. 

2.  The  Lifecom  Context  Parsing  Engine  (CPE)  evaluates  the  converted  text.  The  CPE  is  a 
semantic  text  reader  developed  by  Lifecom  to  deconstruct  medical  literature  source 
documents  (e.g.  journal  articles,  book  chapters,  etc.)  into  knowledge  fragments  that  can  be 
mapped  to  Lexicon  concepts  as  part  of  content  development.  In  this  case  the  CPE  would 
assess  the  submitted  text,  identify  one  or  more  candidate  concepts  from  the  Lexicon  that 
matched  the  original  text  and  submit  the  candidate(s)  to  the  user.  This  concept  conversion  is 
required  to  properly  format  knowledge  concepts  into  a  machine-readable  form.  This  method 
will  only  be  supported  for  initial  data  input  of  history  of  present  illness  (HPI)  and  review  of 
systems  (ROS)  data  (described  later). 

3.  The  user  will  have  to  verify  that  the  CPE  generated  knowledge  concept  is  an  accurate 
representation  of  the  user’s  free  text  statement.  If  not,  alternate  selection  may  be  made  or 
the  user  may  elect  to  revert  to  manual  user  interface  data  entry  at  any  time. 


7 


Lifecom  Inc. 

Topic  Number  DHP12-005 
Contract  Number:  W81XWH-13-C-0097 

4.  Since  the  CPE  presents  properly  formatted  digital  concepts,  once  the  user  verifies  fidelity  of 
the  CPE  text  conversion,  this  concept  triggers  an  assessment  call  to  the  AKE  via  the  extant 
API  (6)  requiring  no  additional  modification. 

5.  Once  the  AKE  assesses  the  data  it  will  present  the  user  with  the  most  appropriate  interface 
template  relevant  to  the  assessment  and  appropriate  refinement  questions  that  can  be  used 
to  guide  the  interview  form  this  point  forward.  Selection  of  further  data  inputs  will  involve 
straightforward  key  word  mapping  of  the  displayed  interface  elements  without  requiring  a 
CPE  concept  mapping.  This  same  key  word  command  mode  can  be  used  initially  to  select 
interface  concepts  from  existing  menus.  For  example,  the  user  may  say,  “HPI;  pain 
complaint;  location  abdomen”  which  would  trigger  the  interface  to  open  the  HPI  interface 
template  to  the  abdomen  location  selection  list  for  a  pain  complaint.  From  that  list  the  user 
may  say,  “RUQ”  which  would  trigger  the  interface  to  send  a  properly  formatted  concept  to  the 
AKE  containing  the  elements  of  ‘HPI:  Pain:  Location-RUQ’  to  the  knowledge  engine. 

HPI,  ROS  limits  for  free  text  assessment:  Limiting  free  text  commands  to  HPI  and  ROS  categories  with 
key  word  commands  for  other  areas  is  the  best  approach.  This  approach  provides  the  greatest  flexibility 
where  it  is  needed  most  -  interpreting  patient  complaints  as  part  of  their  medical  history  while  limiting 
development  risk.  Key  word  commands  should  provide  ample  flexibility  for  the  majority  of  data  input 
screens  and  for  refinement  question  selection.  This  method  is  also  scalable  in  that  additional  CPE 
assessment  protocols  can  be  added  in  the  future  if  required  by  operational  experience. 

The  obvious  goal  is  to  switch  to  key  word  command  as  quickly  as  possible  during  the  assessments  to 
reduce  the  possibility  of  framing  errors  or  misinterpretation  of  input  statements.  This  architecture 
supports  a  reasoned  approach  to  voice  recognition  using  existing  technology  made  possible  by  the 
inherent  structured  nature  of  the  Lifecom  CDSS  infrastructure. 


Objective  #3-EHR  integration: 


Summary:  A  phased  integration  with  the  EHR  is  envisioned  which  leverages  existing  mappings  to  the 
3M  Healthcare  Data  Dictionary  (HDD).  Both  manual  and  automated  deployment  of  CDSS  within  the 
existing  EHR  environment  is  planned  in  a  manner  that  minimizes  the  impact  on  existing  software  and 
workflow.  Together,  3M  and  Lifecom  have  determined  that  mapping  of  HDD  to  the  data  dictionary  we  use 
to  configure  knowledge  files  for  our  Adaptive  Knowledge  Engine  (AKE)  is  feasible  and  practical. 

Step  I  integration  would  exclusively  link  to  existing  systems  and  records  through  HDD.  Manual  input 
CDSS  and  automated  safety  assessment  options  would  be  supported.  The  EHR  would  automatically 
direct  EHR  data  converted  or  stored  in  HDD  format  to  the  Lifecom  AKE  using  an  internal  set  of  APIs  that 
would  also  convert  any  AKE  derived  data  into  HDD  for  record  storage. 

Step  II  would  support  more  direct  integration  of  workflow  tasks  within  the  EHR  that  have  been  identified 
during  Phase  I  as  optimal  candidates  for  real-time  CDSS. 

Step  I  EHR  integration 

Lifecom  is  working  directly  with  3M  Corporation  to  evaluate  mapping  of  our  clinical  data  ontology 
(Lexicon)  with  HDD.  Both  HDD  and  the  Lexicon  express  complex  medical  concepts  and  entities  through 
fundamental  relationships,  although  the  Lifecom  Lexicon  has  the  advantage  of  being  more  granular  at  the 
clinical  bedside  level,  reflecting  the  system’s  focus  on  clinical  assessment.  Both  ontologies  do  use  alpha 
numeric  IDs  rather  than  objects  to  represent  key  concepts. 

Lifecom’s  Lexicon  is  a  post-production  style  data  dictionary  where  fundamental  relationships  are  used  to 
construct  more  complex  entities.  These  complex  constructions  are  utilized  to  create  pre-production  style 
content  for  use  by  the  AKE.  Lifecom  already  uses  ICD,  CPT,  and  LOINC  (which  are  part  of  HDD)  to 
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define  disease  states,  treatment  protocols,  care  management,  etc.  This  level  of  integration  with  HDD  is 
inherent. 

Lifecom’s  Lexicon  already  supports  multiple  identifier  fields.  Addition  of  HDD  ID  fields  for  concepts  not 
covered  by  the  above  standards  is  simple  and  straightforward. 

The  relative  simplicity  of  mapping  to  HDD  provides  a  natural  attachment  point  for  integrated  EHR/CDSS 
that  minimizes  the  impact  on  existing  systems  and  clinical  workflows.  Minimizing  impact  reduces 
technical  risk,  costs,  and  potential  resistance  from  clinicians  already  used  to  using  a  particular  EHR 
system. 

As  discussed  in  the  section  on  CDSS  infrastructure,  the  Lifecom  system  supports  modular  content. 
Initially,  a  limited  set  of  functions  and  supporting  content  would  be  deployed  to  support  PTSD/TBI 
assessment  and  management.  Later  additions  could  support  phased  deployment  of  a  progressively  more 
complete  set  of  clinical  use  cases. 

Figure  5  below  illustrates  key  elements  of  the  final  engineering  plan. 

1 .  EHR  to  HDD:  currently,  a  significant  portion  of  existing  data  entries  from  the  operational 
EHRs  used  by  the  DoD  are  mapped  to  HDD  which  serves  as  one  format  for  stored  medical 
data  within  a  format  that  is  supportive  of  applied  analytics.  HDD  includes  the  majority  data 
inputs  that  would  be  necessary  to  support  CDSS. 

2.  HDD  to  Lexicon:  External  to  the  DoD  system,  HDD  will  be  mapped  to  data  and 
classifications  within  the  Lifecom  Lexicon. 

3.  HDD/Lifecom  machine  interface:  The  Lifecom  Knowledge  Repository  Publisher  (KRP)  will 
publish  a  versioned  copy  of  the  integrated  data  dictionary  and  associated  medical  content 
(Knowledge  Repository  or  KR)  for  use  by  the  system  at  runtime.  This  KR  will  provide  up  to 
date  instructions  to  the  HDD/Lifecom  machine  interface  allowing  it  to  handle  and  create 
properly  formatted  calls  to  the  AKE  using  our  existing  standard  application  program  interface 
(API).  This  machine  interface  will  be  a  modified  version  of  our  existing  machine  interface 
designed  to  prosecute  automated  calls  from  medical  devices.  HDD  data  will  be  processed  in 
the  same  manner  as  telemetry  coming  from  any  medical  device. 

4.  Automated  API  calls:  Modified  HDD  data  will  be  used  to  trigger  an  assessment  call  to  the 
AKE  using  extant  protocols  if  the  data  warrant  it. 

5.  AKE  Assessments:  The  AKE  will  assess  the  HDD  supplied  data  against  its  current  KR 
content.  This  process  will  use  an  unmodified  AKE  and  associated  methods. 

6.  Lifecom  GUI  -  AKE  Reporting  and  Iterative  Assessment:  In  Phase  I,  AKE  assessment 
reports  will  be  presented  to  the  user  via  a  separate  graphical  user  interface  accessible  via  the 
existing  EHR.  This  minimizes  technical  risk  and  disruption.  Clinical  users  will  receive  auto¬ 
generated  CDSS  assessments  and  be  asked  dynamically  generated  refinement  questions, 
as  is  standard  practice  for  an  AKE-based  system  in  an  iterative  manner.  Answers  to  these 
questions  will  trigger  standard  AKE  reassessment  calls  via  the  existing  API.  Data  generated 
through  these  assessments  would  automatically  be  stored  in  HDD  format  as  part  of  the 
record. 
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Figure  5 

DHP  12-005  PHASE2:  EHR/HDD  Integration 
Phase  I  Integration  with  EHR  and  clinical  workflow 

This  model  supports  alternate  workflows.  CDSS  modules  such  as  PTSD/TBI  assessment  and 
management  processes  could  be  called  up  by  any  level  of  clinician  and  accessed  via  the  Lifecom  GUI. 
Again,  the  resultant  data  would  be  stored  in  in  the  record  in  HDD  format. 

Step  II:  Functional  expansion  is  easy  with  this  architecture.  Adding  additional  content  increases  the 
range  of  CDSS  support  in  a  step-wise  fashion.  Modules  added  to  the  system  over  time  will  reflect 
evolving  clinical  priorities.  A  major  attribute  of  Step  II  is  that  it  would  showcase  the  power  of  integrated 
CDSS  to  support  clinical  force  multiplication  and  improved  patient  safety  without  major  disruptions  in 
existing  workflow.  Once  clinicians  were  convinced  of  the  utility,  additional  modules  would  be  integrated 
into  the  workflow.  Expanding  the  range  of  clinical  modules  available  to  clinicians  is  the  major  focus  of 
Step  II.  The  precise  nature  of  these  offerings  would  be  dictated  by  input  from  clinicians  and  analysis  of 
clinical  trends  from  HDD  data.  The  body  of  CDSS  content  would  eventually  reach  a  critical  mass  that 
would  argue  for  direct  integration  of  the  EHR  to  the  AKE  systems  or  embedded  interfaces  within  it.  By 
this  time,  lessons  learned  from  the  step-wise  integration  would  provide  both  the  impetus  and  optimization 
strategy  for  successful  transition  to  a  record  that  is  optimized  for  CDSS  rather  than  simple  modified  to 
accept  limited  computerized  decision  support. 

This  architecture  is  flexible,  scalable  and  represents  minimal  technical  risk.  The  AKE  and  its  KRs  can  be 
deployed  locally  or  centrally  depending  on  preference. 

Objective  #4-Sensory  Device  interface: 

Summary:  Sensory  device  input  to  the  CDSS  will  use  proven  methods  employed  by  Lifecom  customers. 
Device  inputs  will  involve  simple  mappings  to  the  Lifecom  data  dictionary  supplied  to  a  general-purpose 
machine  interface  developed  by  Lifecom  for  this  purpose. 
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Discovery  suggested  that  formal  device  testing  for  PTSD/TBI  was  not  currently  emphasized  in  the  civilian 
market  however  evaluation  of  the  outputs  of  a  neuro-cognitive  assessment  device,  previous  work  on 
incorporating  EEG  data,  and  a  customer  who  uses  our  technology  as  an  imbedded  CDSS  tool  for  patient 
bedside  monitoring  provided  models  for  engineering  assessment.  Device  input  data  does  not  create 
problems  for  AKE  systems.  It  is  simply  another  class  of  data  and  additional  classes  can  be  added  as 
needed  to  support  future  devices. 

Lifecom  will  employ  its  proven  method  for  device  integration  as  described  in  Figure  6  below. 

DHP  12-005  PHASE2:  Machine  Interface 


Figure  6 


1.  Approved  medical  devices  will  send  data  to  the  machine  interface  that  has  been  configured  to 
accept  it.  If  the  device  manufacturer  has  any  proprietary  analytic  algorithms  that  analyze  the  data 
prior  to  delivery  those  operations  occur  on  their  side  of  the  machine  interface. 

2.  The  machine  interface  properly  formats  calls  to  the  AKE  using  the  standard  API. 


3.  Any  post  interface  analytics  that  Lifecom  employs  with  the  device  data  is  performed  prior  to  the 
AKE  assessment  so  that  the  results  of  those  analytics  are  available  to  the  AKE. 

4.  This  is  a  two-way  protocol.  The  AKE  can  return  its  reports  via  the  machine  interface  to  be 
managed  by  the  device  or  the  results  can  be  displayed  using  the  standard  GUI,  which  can  display 
refinement  questions,  triggered  by  the  machine  data  input.  The  refinement  questions  can  be 
directed  to  ask  for  additional  data  types  beyond  what  the  device  could  provide.  In  this  way,  device 
inputs  can  be  used  to  trigger  a  broader  context  assessment  or  search  for  more  complex  patterns 
requiring  disparate  data  sources. 
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Objective  #5-Engineering  Document  and  Product  Roadmap: 


Figure  7 


High-Level  Engineering  Plan 

1.  Communication  with  the  legacy  EHR  systems  is  initially  limited  to  HL-7  elements  or  the  3M 
Healthcare  Data  Dictionary  (HDD). 

2.  Voice  recognition  will  be  supported  by  an  interface  using  Nuance  STKs  interacting  with  Lifecom’s 
Context  Parsing  Engine  (CPE)  as  an  intermediary  layer  between  user  and  the  existing  Lifecom 
API. 

3.  Two  alternate  manual  user  interfaces  are  planned:  a  mobile  application  running  on  iOS  or 
Android  smart  phones  and  tablets  as  well  as  web  services  interface. 

4.  A  separate  machine  interface  and  associated  API  tool  kit  will  be  provided  for  external  developers 
enabling  them  to  map  to  the  Lifecom  device  interface. 

5.  The  existing  Lifecom  API  will  manage  calls  between  these  interfaces,  external  clients,  and  the 
Adaptive  Knowledge  Engine  AKE. 

6.  The  existing  Lifecom  AKE  will  assess  incoming  calls  against  modular  content  data  files  containing 
both  Lifecom  derived  and  externally  supplied  content  (KR). 

7.  The  data  dictionary  supporting  content  development  and  AKE  operations  (Lexicon)  will  be 
synchronized  with  HDD. 
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8.  Content  development  and  maintenance  will  be  ongoing,  leveraging  the  Lifecom  CPE  as  a  force 
multiplier.  External  editors  including  DoD  approved  staff  can  vet  content  and  make  suggestions 
for  additions  and/or  upgrades  to  development  using  a  portal  called  the  Collaborative  Knowledge 
Development  Environment  (CKDE). 

9.  Data  records  of  assessments  are  stored  in  a  dynamic  format  (Case  Server)  that  allows  the  AKE 
to  access  past  record  information  in  future  assessments. 


Objective  #6-PTSD/TBI  Prototype: 

As  part  of  this  Phase  I  report,  a  web  services  prototype  is  provided  demonstrating  the  use  of  appropriate 
clinical  inputs  to  define  the  nature  of  the  patient’s  condition,  help  identify  appropriate  assessment  tools 
and  metrics  based  on  patient  triage,  and  the  ability  to  supply  appropriate  follow-up  questions  to  a  clinical 
interviewer.  The  appendix  includes  instructions  for  accessing  the  demo  website  and  a  PDF  tutorial  on 
navigation. 

Future  Research 

Most  other  approaches  to  clinical  decision  support  concentrate  on  using  natural  language  processing 
(NLP)  to  potentially  identify  free  text  data  patterns  indicative  of  risk  or  suggestive  of  one  or  more  occult 
diagnoses  such  as  TBI/PTSD  or  suicidal  ideation.  The  advantage  of  this  approach  is  that  it  can  be 
applied  to  existing  unstructured  records.  The  disadvantages  are  that  unstructured  records  are  often 
incomplete,  contain  biased  or  erroneous  data,  are  highly  affected  by  semantics,  and  frequently  result  in 
imprecise  recommendations.  However,  combining  natural  language  processing  with  Lifecom’s  system 
would  preserve  the  advantages  of  NLP  while  mitigating  the  vulnerabilities. 

The  power  of  the  combined  approach  is  illustrated  in  Figure  8  below. 


Patients  /  Surrogates 


Care  Teams 


Physicians 


Figure  8 
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In  this  approach,  NLP  can  identify  potential  patterns  within  the  free  text  data  that  trigger  the  AKE  to  seek 
out  confirmatory  data,  activate  assessment  protocols,  or  alert  clinicians  to  potential  problems. 

1 .  NLP  filters  mine  free  text  data  to  identify  patterns. 

2.  Trigger  patterns  having  a  reasonable  probability  of  being  associated  with  diagnoses  or  situations 
of  interest  are  cataloged. 

3.  Relevant  trigger  patterns  are  mapped  to  the  Lifecom  API  converting  them  into  structured  data 
calls. 

4.  Mapped  patterns  are  recorded  in  structured  format  for  later  retrieval  and  the  AKE  processes  the 
assessments. 

5.  NLP  patterns  trigger  a  formal  clinical  interview  or  assessment  by  the  AKE.  The  AKE  opens  a 
dialogue  with  the  appropriate  end  user,  providing  refinement  questions  geared  toward: 

a.  Resolving  semantic  ambiguity  in  the  free  text  data 

b.  Capturing  a  more  complete  set  of  data  relevant  to  the  conditions  or  diagnoses  suggested 
by  the  NLP  patterns 

c.  Increasing  confidence  in  the  diagnosis  suggested  by  the  NLP  pattern 

d.  Triaging  risk 

e.  Activating  standardized  protocols  for  specific  conditions 

f.  Supplying  alerts  to  clinicians  and  care  teams 

6.  All  AKE  assessment  data  is  captured  in  structured  format  providing  both  Lifecom  and  3rd  party 
analytics  (including  the  NLP  provider)  rich  data  required  to  improve  or  increase  the  trigger 
patterns  or  system  responses. 

Key  Research  Accomplishments: 

1.  CDSS  Infrastructure  plan 

2.  Voice  recognition  integration  plan 

3.  Integration  plan  of  Lifecom’s  data  ontology  with  3M  HDD  and  EHR  integration  exploration 

4.  Sensory  device  interface 

5.  Engineering  Document  and  Product  Roadmap 

6.  PTSD/TBI  Prototype 

Reportable  Outcomes: 

Demonstration  prototype  will  be  hosted  at  “ake.lifecomhealth.com/akeweb_64”.  Call  503-750-6659  for 
technical  or  clinical  assistance. 

Conclusions:  Figure  9  below  illustrates  the  importance  of  these  findings.  Demand  for  physician  care 
greatly  exceeds  the  capacity  of  the  current  health  care  system.  This  will  become  even  more  acute  with 
the  introduction  of  long-term  care  for  our  wounded  veterans  from  the  conflicts  in  Iraq  and  Afghanistan. 
Lifecom’s  system  provides  a  means  to  expand  health  care  capacity  by  enhancing  the  effectiveness  of 
care  teams  and  elevating  the  scope  of  practice  of  lower  level  health  care  providers  such  as  medical 
assistants,  field  medics,  nurses,  and  physician  assistants  (all  components  of  a  care  team)  by  augmenting 
their  level  of  ability  with  integrated  clinical  decision  support.  This  greatly  expands  the  pool  of  health  care 
providers  that  is  currently  available.  In  this  way,  Lifecom’s  CDSS  can  provide  the  needed  force  multiplier 
to  provide  the  care  to  our  soldiers  and  veterans  without  a  major  clinical  manpower  expansion. 
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DHP  12-005  PHASE  I:  Lifecom  CDSS  as  Force  Multiplier 


Current  System 


Physicians 


Soldiers,  Veterans, 
Surrogates 


<3L>  >  0 

Care 
Teams 


Available  Throughput 


NEED  »>  Available  Throughput 


CDSS-enhanced  System 


Physicians 


NEED  r  ^  a 

\  H 


Soldiers,  Veterans, 
Surrogates 


Mobile 

CDSS 


D 


Available  Throughput 


NEED  =  Available  Throughput 


Figure  9 

In  the  current  system,  the  choke  point  that  limits  clinical  throughput  is  physician  availability.  Non¬ 
physician  care  teams  provide  minimal  offloading  because  of  clinical  limitations.  This  leads  to  large  delays 
in  care  and  suboptimal  access. 

CDSS  like  Lifecom’s  AKE  system  can  address  the  disparity  between  need  and  through  put  capacity  in  the 
following  ways: 

1 .  Mobile  patient-centered  apps  using  AKE  technology  can  provide  immediate  access  to  records, 
resources,  disease  management,  triage  templates,  symptom  checkers,  etc.  These  functions 
provide  early  warning  of  developing  problems  to  physicians,  and  care  teams,  collect  actionable 
data  sets  that  reduce  clinician  workload,  or  redirect  users  to  appropriate  resources  sparing 
clinician  time. 

2.  Care  team  applications  provide  smart  templates  that  increase  the  clinical  utility  of  the  teams  by 
overcoming  known  limitations.  The  applications  prompt  the  care  team  user  to  collect  a  complete 
set  of  clinical  data,  follow  up  on  all  relevant  directions  of  inquiry  suggested  by  the  clinical  data, 
pre-fill  data  into  existing  clinical  pathway  tools,  triage  patient  risk,  recognize  clinical  outliers, 
create  actionable  data  sets  for  physician  oversight,  and  provide  evidence-based  protocols  to 
manage  routine  problems. 


3.  Physician  CDSS  provides  safety  checks,  enhanced  care  protocols,  improved  situational 
awareness  of  all  facets  of  care  including  care  team  oversight,  and  more  time  with  individual 
patients  by  reducing  redundant  data  gathering  and  off  loading  of  routine  management  tasks  that 
can  now  be  accomplished  by  non-physicians. 
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Web  Application  Tutorial 

Basic  Organization  of  the  Application:  1 

This  is  the  application  interface  on  login.  The  interface  is  divided  into  three  areas  with  adjustable  borders. 


/lifecom 


Select  a  Question 
Context 


/lifecom 

Tht  mlrtif  •!  tfmih. 


Adaptive  Knowledge  Engine  Questions 


Patient  Information 

First  Name:  |  ~ 

Last  Name: 

Middle  Initial:  | 

Rank:  (  Pep  i  ) 
DSN: 

Home  Phone  Number: 

Surgeon:  | 

Anestheologist:  |  ~ 


Generate  Report 


Please  Select  a  Question  Context 


Pre-op  PE  (DoD  pilot) 

Pre-op  anesthesia  assessment  (DoD  pilot) 


Adaptive  Knowledge  Engine  Generated  Considerations 


NOTE:  This  software  is  a  simple  proof  of  concept  prototype.  The  functionality  is 
limited  and  the  user  interface  is  simplified  for  demonstration  purposes. 


Basic  Organization  of  the  Application:  2 
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Starting  the  Assessment 


|  tl _  Select  a  Question 

LITQCOtn  Context 


Patient  Information 

First  Name: 

Last  Name: 

Middle  Initial: 

Rank:  Dtp  : 
DSN: 

Home  Phone  Number: 

1  Surgeon: 

Anestheologlst: 


N«w  Patient  I  Generate  Report 


Pre-op  PE  (DoD  pilot) 

Pre-op  anesthesia  assessment  (DoO  pilot)' 


Ltfecom  Adaptive  Knowledge  Engine  Questions 


Please  Select  a  Question  Context 


After  the  patient  information  has  been  typed  into  the  entry  fields, 
the  user  should  select  ‘Pre-op  anesthesia  assessment1  before 
either  PE  or  ROS  categories.  This  category  covers  key  elements 
in  the  patient’s  history  that  are  required  for  the  software  to  conduct 
an  assessment  of  pre-op  risk. 


Adaptive  Knowledge  Engine  Generated  Considerations 


Assessment:  1 


#  t£ _  Select  a  Question 

urecom  context 


Ufecom  Adaptive  Knowledge  Engine  Questions 


Patient  Information 

First  Name:  | 


Question  Context  Pre-op  anesthesia  assessment  (DoD  pilot) 


Last  Name:  Q 


Middle  Initial: 

Rank:  [  Ptp  i  ) 
DSN:  I 

Home  Phone  Number:  | 
Surgeon: 
Anestheologlst: 


Pre-op  PE  (DoD  pilot) 

Pre-op  anesthesia  assessment  (DoD  pilot) 


Assessment  context 

Age 

Gender 

Marital  Status 

Number  of  children 

*  DoD  specific  demographics 
Sole  narcotic  provider 
Surgical  urgency 

►  METS  (Activity  metabolic  eqivalents) 

ASA  PS  classification 

►  Smoker 

*  EtOH  usage 

Surgical  procedure  class 
Medical  Co-morbidities 

►  ACC/AHA  Perioperative  Cardiac  Risk  Assessment 

►  Anesthesia  complications 

*  Implantable  devices  or  metallic  FB 


4 

Kj^>wl 


What  is  the  context  of  the  assessment?  Too 

OTrauma 

(jMedical:  new  complaint 
OUnk 

QMedlcal:  follow-up 
QMedical:  chronic  disease  r 

Routine  health  and  welln  ss  check 
OPre-op  assessment:  surk  :al 
0Pre-op  assessment:  aol:  hesia 
OTrauma:  follow-up 
OTrauma:  Transfer 


Adaptive  Kjpwledge  Engine  Generated  Considerations 


Once  you  click  on  the  question  context  on  the  left,  the  right-sided 
panel  displays  the  questions  in  that  context  as  part  of  a  tree 
control  to  the  left  and  the  complete  set  of  questions  as  a  scrollable 
list  on  the  right. 


IMPORTANT  NOTE!:  The  Adaptive  Knowledge  Engine  in  this 
prototype  system  has  been  configured  to  recognize  only  one 
assessment  context  -  ‘TBI/PTSD  screening’ and  ignore  all  other 
assessment  contexts.  If  you  don’t  click  this  choice,  no 
recommendations  will  be  made  by  the  knowledge  engine 
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Assessment:  2 


f  t£ _  Select  a  Question 

/l  Lltecom  context 


Patient  Information 

Rrst  Name: 

Last  Name: 

Middle  Initial: 

Rank:  Pep  i  | 


What  is  the  age  of  the  patient?  723 

What  Is  the  gender  of  the  patient?  TopH 

0Male  _ I 

QFemale 
OUnk 

Marital  Status:  Tod 

0Single 
QMarrled 
O  Divorced 


AGE:  must  be  entered  in 
months  NOT  years 


DSN: 


(jCo-habltatlng 


Home  Phone  Number:  [ 
Surgeon:  " 


Anestheologlst:  [ 


Pre-op  PE  (DoD  pilot) 

Pre-op  anesthesia  assessment  (DoD  pilot) 


Number  of  children:  log 

OO 

Ol 

02 

03 

o« 

05 


Adaptive  Knowledge  Engine  Generated  Considerations 

Prototype  idiosyncrasies:  The  prototype  uses  an  interface 
configuration  that  was  developed  for  internal  testing.  It  is  not 
optimized  for  external  users.  In  order  to  get  utility  from  the  system 
the  user  must  be  aware  of  these  issues  which  are  described  in 
these  pages  by  purple  text. 


Assessment:  3 
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Topic  Number  DHP1 2-005 
Contract  Number:  W81XWH-13-C-0097 


Adaptive  Knowledge  Engine  (AKE)  Recommendations 


Lifecom 


Select  a  Question 
Context 


Patient  Information 

First  Name: 

Last  Name: 


Middle  Initial: 

Rank:  |  Pep 
DSN:  Q 

Home  Phone  Number:  | 
Surgeon:  | 


Lifecom 


Adaptive  Kno 


Before  selecting  another  context  (eg.  pre-op  PE),  t 
click  on  ‘Submit  to  AKE’,  which  fires  the  knowledge  t 
engine. 


Question  Context  Pre-op 


Assessment  context 
Age 
Gender 
Marital  Status 
Number  of  children 
*  DoD  specific  demographics 
Sole  narcotic  provider 
Surgical  urgency 

y  METS  (Activity  metabolite  eqivalents) 

ASA  PS  classification 

►  Smoker 

►  EtOH  usage 

Surgical  procedure  class 
Medical  Co-morbidities 

c  Risk  Assessment 


AKE  reports  are  displayed  below. 


Pre-op  PE  (DoD  pilot) 

Pre-op  anesthesia  assessment  (DoD  pil 


f 


t  FB 


?-op  Aiesthc 


hesia  assessment  (DoD  pilot) 


What  is  the  context  of  the  assessment?  Top 

QTrauma 

Medical:  new  complaint 
OUnk 

QMedlcal:  follow-up 
©Medical:  chronic  disease  mgt. 

Routine  health  and  wellness  check 
OPre-op  assessment:  surgical 
©Pre-op  assessment:  anesthesia 
©Trauma:  follow-up 
QTrauma:  Transfer 


Adaptive  Knowledge  Engine  Generated  Considerations 


Strongly  consider 

[Good pattern  match]  Therapeutic_dedsions:  Perioperative  Risk:  moderate  surgical  risk  w  low  functional  capacity  (METS<4)  {ACE  Inhibitor  for  LVEF<40%.  Beta  blocker. 
Statins.;  Proceed  w  surgery.  Baseline  EKG.  ASA  tx.}  (000)  (000G) 

[ReJ/Dx]  [Refs]  [Why?]  fChxl  [Refine] 

Consider 

[Positive  trend]  Therapeutic_decisions:  ACC/AHA  Perioperative  Cardiac  Risk  Assessment  (000)  (000D) 
fNarrl  fRel/Dxl  f  Ref  si  fWhv?l  fChxl  f  Refine) 

[Positive  trend]  Therapeutic_decislons:  Anesthesia  risk  factors:  NSQIP  data  set  [UNLISTED  ANESTHESIA  PROC(S)]  (01999)  (01999B) 

[Nan]  [Refs]  [Why?]  [Cta]  [Refine] 

Be  aware 


Adaptive  Knowledge  Engine  (AKE)  Recommendations 


Adaptive  Knowledge  Engine  Generated  Considerations 

Strongly  consider 

[Good pattern  match]  Therapeutic_decislons:  Perioperative  Risk:  moderate  surgical  risk  w  low  functional  capacity  (METS<4)  {ACE  Inhibitor  for  LVEF<40%.  Beta  blocker. 
Statins.;  Proceed  w  surgery.  Baseline  EKG.  ASA  tx.)  (000)  (000G) 


Consider 

[Positive  trend]  Therapeutic_dedstons:  ACC/AHA  Perioperative  Cardiac  Risk  Assessment  (000)  (000D) 
fNarrl  fRel/Dxl  fRefsl  fWhv?1  fChxl  f Refine) 

[  Positive  trend]  Therapeutic_dedstons:  Anesthesia  risk  factors:  NSQIP  data  set  [UNLISTED  ANESTHESIA  PROC(S)]  (01999)  (01999B) 

[Naul  [Refs]  [WHY?]  [032]  [Refine] 

Be  aware 
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Starting  a  new  case  or  clearing  an  existing  one 


/  I  ±1 _  Select  a  Question 

Utecom  Context 


ntmMM«r*rwA 


Patient  Information 

First  Name:  | 

Last  Name: 


Middle  Initial:  | 

Rank:  [  Pep  i] 
DSN:  | 

Home  Phone  Number: 


Surgeon: 

Anestheologist: 


New  Patient  f  Generate  Report 


Lifecom  Adaptive  Knowledge  Engine  Questions 


;  (Activity  metabollic  eqivalents) 

ASA  PS  classification 

►  Smoker 

►  EtOH  usage 

Surgical  procedure  class 
Medical  Co-morbidities 
t  ACC/AHA  Perioperative  Cardiac  Risk  As 
K  Anesthesia  complications 
t1  Implantable  devices  or  metallic  FB 


OUnk 

OMedical:  follow-up 
OMedical:  chronic  disease  mgt. 
ORoutine  health  and  wellness  check 
OPre-op  assessment:  surgical 
©Pre-op  assessment:  anesthesia 
OTrauma:  follow-up 
OTrauma:  Transfer 


Strongly  consider 

[Good  pattern  match ]  Therapeutic_decisionsS 
Statins.;  Proceed  w  surgery.  Baseline  EKG.  , 
fRel/Dxl  fRefsl  [Why?]  [Chx]  fRefinel 

Consider 

[Positive  trend]  Therapeutic_decisions:  ACC/AK 
fNarrl  fRel/Dxl  fRefsl  fWhv?1  [Chx]  fRefinel 

[Positive  trend]  Therapeutic_decisions:  AnestN 
fNarrl  [Refs]  [Why?]  [Chx]  fRefinel 

Be  aware 


To  preserve  patient  confidentiality,  no  digital  record  of  an 
assessment  is  stored.  Logging  out  of  the  system  will  erase  the 
current  assessment.  To  start  a  new  case  or  clear  the  existing  one 
before  log  out,  press  the  ‘New  Patient’ button.  This  dialogue 
window  will  pop-up  asking  you  to  verify  that  you  intend  to  erase 
the  current  assessment.  Press  ‘Cancel’ if  it  was  a  mistake. 


40%.  Beta  blocker. 


Last  Name: 

Middle  Initial: 

Rank:  Dep 
DSN: 

Home  Phone  Number: 

Surgeon: 

Anestheologist: 

Report  Generated:  Sun  Jan  27  11:59:22  PST  2013 


Pre-op  anesthesia  assessment  (DoD  pilot): 


Patient  History  and  Conditions 


1.  The  assessment  context  is  a  pre-op  anesthesia  assessment. 

2.  Age:  723  Mo. 

3.  The  patient's  gender  is  male. 

4.  The  patient  is  single. 

5.  The  surgery  is  elective. 

6.  The  patient  is  able  to  dress  w/o  dyspnea. 

7.  The  patient  is  able  to  walk  1  block  w/o  dyspnea. 

8.  The  patient  is  NOT  able  to  climb  1  flight  of  stairs  w/o  dyspnea. 

9.  A(An)  open  thoracic  procedure  is  scheduled. 

10.  The  patient  has  a  hx  of  CAD. 

11.  The  patient  has  a  hx  of  HTN. 

12.  The  patient  has  a  hx  of  Peripheral  vascular  disease. 


Diagnosis  and  Explanations 

Strongly  consider:  Therapeutic_decisions:  Perioperative  Risk:  moderate  surgical  risk  w  low  functional  capacity  (METS<4)  {ACE  inhibitor  for  LVEF<40%.  Beta  blocker. 
Statins.  Proceed  w  surgery.  Baseline  EKG.  ASAtx.}  (000) 

1.  The  following  rnmhinatinn  nf  findings  arp  Strongly  Prpriirtivp: 
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Saving  the  Assessment  Report:  1 
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New  from  Clipboard 
Open... 

Open  Recent 

Close  Window 
Close  Selected  Image 
Save 

Duplicate 

Rename... 

Move  To... 

Export... 

Revert  To 


Patient  Inform 


First 
Last 

Middle  Enter  Password 


Home  Phone  N 
Si 

Anesthi 
Report  Gener 


Import  from  Camera... 

Import  from  Photosmart  Plus  B210  series... 
Take  Screen  Shot 


n  if  11:59:22  f 


Patient  History  and 


The  generated  report  is  the  only  permanent 
record  of  the  assessment.  The  history  and  exam 
findings  will  become  part  of  the  patient  record. 
(The  AKE  recommendations  are  only  for 
educational  purposes  and  will  not  be  used  for 
clinical  decision-making. )  To  create  a 
permanent  record  within  the  institution’s  firewall, 
a  PDF  document  must  be  created  from  the 
generated  report. 

A  PDF  is  created  by  selecting  the  assessment 
report  screen  and  clicking  on  the  Tile’  tab  on  the 
browser  controls. 

Then  select  ‘Print’ from  the  file  menu. 


Pre-op  anesthesia  assessment  (DoD  pilot): 


1.  The  assessment  context  is  a  pre-op  anesthesia  assessment. 

2.  Age:  723  Mo. 

3.  The  patient’s  gender  is  male. 

4.  The  patient  is  single. 

5.  The  surgery  is  elective. 

6.  The  patient  is  able  to  dress  w/o  dyspnea. 

7.  The  patient  is  able  to  walk  1  block  w/o  dyspnea. 

8.  The  patient  is  NOT  able  to  climb  1  flight  of  stairs  w/o  dyspnea. 

9.  A(An)  open  thoracic  procedure  is  scheduled. 

10.  The  patient  has  a  hx  of  CAD. 

11.  The  patient  has  a  hx  of  HTN. 

12.  The  patient  has  a  hx  of  Peripheral  vascular  disease. 


Diagnosis  and  Explanations 

Strongly  consider:  Therapeutic_declsions:  Perioperative  Risk:  moderate  surgical  risk  w  low  functional  capacity  (METS<4)  {ACE  inhibitor  for  LVEF<40%.  Beta  blocker. 
Statins.  Proceed  w  surgery.  Baseline  EKG.  ASA  tx.)  (000) 


Saving  the  Assessment  Report:  2 
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Lifecom  Adaptive 


:•  ■i'll* 


Knowledge  Engin 


Itt  tnMm  tUtpmH. 


First  Name: 

Last  Name: 

Middle  Initial: 

Rank:  Dep 
DSN: 

Home  Phone  Number: 

Surgeon: 

Anestheologist: 

Report  Generated:  Sun  Jan  27  11:59:22  PST  2013 


Pre-op  anesthesia  assessment  (DoD  pilot): 

1.  The  assessment  context  is  a  pre-op  anesthesia  as 

2.  Age:  723  Mo. 

3.  The  patient's  gender  is  male. 

4.  The  patient  is  single. 

5.  The  surgery  is  elective. 

6.  The  patient  is  able  to  dress  w/o  dyspnea. 

7.  The  patient  is  able  to  walk  1  block  w/o  dyspnea. 

8.  The  patient  is  NOT  able  to  climb  1  flight  of  stairs  > 

9.  A(An)  open  thoracic  procedure  is  scheduled. 

10.  The  patient  has  a  hx  of  CAD. 

11.  The  patient  has  a  hx  of  HTN. 

12.  The  patient  has  a  hx  of  Peripheral  vascular  disease. 


Copies:  a=n@  □  Two-Sided 
Pages:  Ail 


e  Engine  Patient  Report 
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Once  your  printer  dialogue  box  opens,  click  on 
the  PDF  tab  at  the  bottom  and  select 1 Save  as 
PDF’.  These  PDF  documents  must  be  handled 
in  accordance  with  the  facility’s  confidentiality 
and  security  policies  prior  to  their  addition  to  the 
patient  record. 


Strongly  consider:  Therapeutic_decisions:  Perioperative  Risk: 
Statins.  Proceed  w  surgery.  Baseline  EKG.  ASA  tx.)  (000) 


Save  as  PostScript... 


Add  PDF  to iTunes 
Mail  PDF 

Save  PDF  to  Web  Receipts  Folder 
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ptional  capacity  (METS<4)  {ACE  inhibitor  for  LVEF<40%.  Beta  blocker. 
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